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TECHNICAL INFORMATION UPDATE Jan. 2021
T xarana Zirconia

New Sintering Program
“54-minute Sintering” Now possible for 3-unit Bridges

*54-minute sintering applicable for STML and UTML. Remove material from furnace at 800°C (1472°F)

*KATANA™ Zirconia LT is only available in some locations.

Proven Science and Artistry

Kuraray Noritake Dental has perfected the science and art of in-house zirconia raw
materials production. After years of expert manufacturing, the material quality of
KATANA™ rises to new dimensions. By controlling the degree of purity and particle
sizes, optimal balance of binders, color pigments, stabilizers, and other ingredients
is achieved.

“Every details is within our power.”

KATANA™ Zirconia STML NW with CERABIEN™ ZR FC Paste Stain
Sergio R. Arias DDS, MS  Sung Bin Im, MDC, CDT




New Sintering Schedule

Sintering recommendations are only a guideline. Adjustments may be required

depending on the specific furnace.

54-minute (up to 3-unit bridges)

Heat Rate Hold Temp Hold Time
Stage °C/min (°F/min) °C (°F) (min)
1 120 (216) 1450 (2642) 0
2 10 (18) 1600 (2912) 20
3 -120 (-216) 800 (1472) 0
90-minute (up to 3-unit bridges)
Heat Rate Hold Temp Hold Time
Stage °C/min (°F/min) °C (°F) (min)
1 50 (90) 1400 (2552) 0
2 4(7) 1500 (2732) 0
3 10 (18) 1560 (2840) 16
4 -50 (-90) 800 (1472) 0
7-hour (up to 3-unit bridges)
Heat Rate Hold Temp Hold Time
Stage °C/min ("F/min) °C (°F) (min)
1 10 (18) 1550 (2822) 120
2 -10 (-18) 100 (180) 0
HTML
90-minute (up to 3-unit bridges)
Heat Rate Hold Temp Hold Time
Stage °C/min ("F/min) °C (°F) (min)
1 35 (63) 1515 (2759) 30
2 -45 (-81) 800 (1472) 0
7-hour (For 4-unit bridge or more)
Heat Rate Hold Temp Hold Time
Stage °C/min (°F/min) °C (°F) (min)
1 10 (18) 1500 (2732) 120
2 -10 (-18) 100 (180) 0

A The above sintering recommendation is only a guideline; some adjustments may be required depending on each individual furnace.

Before using this product, read the Instructions for Use supplied.
The specifications and appearance of the product are subject to
change without notice. Printed color can be slightly different from

Kuraray Noritake Dental Inc.
300 Higashiyama, Miyoshi-cho
Miyoshi, Aichi 470-0293 Japan actual color.
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